Bacterial flora on slit lamps.
The slit lamp can be a source of cross infection in the clinic setting. We identified the bacteria flora on slit lamps and determined the risk of transmission to patients. Frequent cleaning of the slit lamp especially after treating infected cases can decrease the transmission of organisms.